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5% Food and Drug Administration
%+V,m Detroit Dktrict

1560 East Jefferson Avenue
Detroit, Ml 48207-3179
Telephone: 313-226-6260

CERTIFIED MAIL
RETURN RECEIPT RECN.JESTED

Ms. Carrie J. Voegtle
Director of Ambulatory Services
Providence Medical Center Farrnington Hills
30055 Northwestern Highway
Farmington Hills, MI 48334

Dear Ms. Voegtle:

We are writing you because on March 28,2000, your facility was inspected by a representative of
the State of Michigan, acting h behalf of the Food&Drug Administration (FDA). The inspection
revealed a serious regulatory problem involving the mammography at your facility.

Under a United States Fedeml law, the *moWphy Quality Standards Act of 1992 (MQSA),your
facility must meet specific requirements for mammography. These requirements help protect the
health of women by assuring that a facility can perform quality mammography.

The inspection revealed the following leveI 1 findings at your facility:

1. During the month of July, 1999, m~mograms were processed during 20 days of operation
without processor QC records to show that your film processor was operating in a state of
control. The 20 days of operation is the sum total days of operation for that month.

2. IiI addition to the above, a review of the processor QC records reveaied that processor QC
records were missing for 31 consecutive days. This occurred during the months of June and
July, 1999.

The specific problems noted above appeared on your MQSA Facility Inspection Report (copy
enclosed), which WaS issued at the close of the inspection. These problems are identified as level
1 because they identifj a failure to meet a significant MQSA requirement.
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lkqa~~.,,~ese.~, conditio~~may:.be symptomatic’ ofi sqious--underlying- problems- that-”codd, .. -..,--’
compromi&the@ality of mrmmogmp@ ~yormff-~,.they present-a violation of law which may
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resulti in I?l’Mtig re@31atory‘tion Withoit%uth’er rioti~-to you
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h additio% your response should ~so addiess the Level 2 findings that. were Iisted on the
inspection re&t prow~dedto you at the close of the inspection. The ~vel 2 findings are:

,...-,. ~,, .,.

1. I@ninograms were processed onrfo_~,J4).@aySw@.n@.proeqxor QC data available showed
. ... . . ... . . ....-7
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2.- Corrective action was not.takem Wheg.the mammography phantom image was out of limits,
befor&Ti&her ex-fis were pefiormed

The Food and Drug A@inistration approved an alternative standard ti Sensitometridensitometric
testing of processor pefiormance on October 18, 1999 retroactive to April 28, 1999. The alternative
standard allows facilities to use plmtom image measurements as processor performance criteria
when a densitometer is not available for a period not to exeeed two (2) weeks.

Your facility exceeded the allowable time period for this alternative standard by approximately six
(6) weeks. In additioq your facility took no action when data fium this alternative standard was
outside of control limits. I have also enclosed a copy of this policy that has been widely distributed
to all certified mammography facilities and interested parties and is also available on the FDA web
site.

lt is necessary for you to aet on this matter immediatdy. Please explain to this office in writing
within fifteen (15) working days from the date you received this letter

● the speeific steps you have taken to correct the Level 1 and Level 2 violation noted in this lette~

● each step your facility is taking to prevent the recurrence of similar violations;

. equipment settings (including technique factors), raw test daq and calculated finaI resuhs~’-
where appropriat~ and

--



Warning Letter 2000-13T-17 Page 3

● sample records that demonstra~ proper record keeping procedures, if the findings relate to
quality control or other records. (Note: Patient names or identification should be deleted fkom
any copies submitted.) .. ..-. ,.

Please submityour response to: Mr. David M. Kaszubski
Director .ComplianceBranch~y=~---- -- --- ----;-”= -‘--~-.r::i..’..’,.;;..“ “-..i-:-”!~“:~”.%-V.“’”,”. ;~.~,,- :,..... ....:--- -...
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please note that FDA regulations do not precltide a State horn etiorcing its own State
mammography laws and regulation. ~ some cases, these requirements maybe more stringent than
FDA’s. When you plan your corrective actions, YOU should consider the more stringent State
requirements, if any. You should dso send a COPYto the State of Michigan radiation control office
that conducted the inspection referenced in this letter. You may choose to address both the FDA
and any additional State requirements in your response.

Finally, you should understand that there are many FDA requirements pertaining to mammography.
This letter only pertains to findings of YOIMinspection and does not necessarily address other
obligations you have under law. YOU may obtiin general information about all of FDA’s
requirements for mammography facilities by contacting the Mammography Quality Assurance
Program, Food and Drug Administration, P.O. Box 6057, Columbia, MD 21045-6057 (1-800-838-
7715) or through the Internet at http:/Avww.fda.gov/cdrhkirnqrp.html..

If you have more specific questions about mammography facility requirements, or about the content
of this letter, please feel free to contact Mr. Dennis E. War@ Radiological HealthExpeKat313-
226-6260 Ext. 155.

Sincerely yours,

r ‘-r?.j!k42_....i.
Raymond V. Mlecko
District Director
Detroit District

Enclosures: #s


